[Continuous monitoring of human erythrocyte breakdown in the circulating blood by means of multiple light scattering].
The method of hemolysis control in human circulating blood is described. The method was used for studying erythrocyte destruction resulting from osmotic swelling and shear stress in the blood flow and may be applied in the artificial blood circulation system.